Can inhaled anesthetics influence the breath analyser Alcotest?
An in vitro study was made to verify whether anesthetic vapours, exhaled after anesthesia can influence the breath analyser test used in Belgium by the prosecuting authorities. Of the exhaled anesthetic vapours halothane, enflurane, methoxyflurane and diethyl ether, only diethyl ether will be able to produce a positive breath test.